[A contact-free exposure meter for x-ray diagnostic equipment].
The paper describes a digital apparatus capable of measuring the duration of X-radiation within the range of 0.001-10.0 s with an error of 2%. The apparatus is used for exposure control in X-ray units having four- and six-pulse circuits.